Rapid detection of influenza viral infections in the poultry farm is advantageous in several facts such as environmental/personal safety, food-security and socio-economy. 
Introduction
Infectious influenza A virus pathogen that affect poultry can be categorized into two groups based on the virulence of the disease, high-pathogenic and low-pathogenic avian influenza (AI) viruses [1] . Among the high-pathogenic AI strains, the subtype H5N1 is often responsible for the systemic infection which results in socio-economic losses around the world [2] . A recent report identified an estimated loss of $309.9 million, in poultry production and related businesses, in greater Minnesota [3] . After avian flu outbreak reported in December 2014, the government of Canada is progressively strengthening the budget on the surveillance, early detection and response measures to avian flu. Transmission of high pathogenic virus strains from poultry facility to healthy environment could lead serious pandemics. Public health agency of Canada documented a seasonal flu (in humans) cases of approximately 12,200 hospitalizations and, on average, 3,500 deaths each year [4] . A global alert to AI virus infection due to the subtypes of H5N1 to H7N9 has been well documented in the literature [5] . In addition to vaccination, early and accurate detection of virus pathogen is crucial for the prevention of disease transmission. At the moment, there is no on-farm diagnosis available for the rapid detection of AI pathogen. Most of the time the analyte samples collected from throat of live animals, fecal content and blood components from the poultry location is transported to the centralized laboratory for analysis.
Virus isolation culture is the conventional standard widely practiced for the detection of influenza strains. But this technique requires intensive labor and time consuming procedures.
Enzyme-Linked Immunosorbent Assay (ELISA) and other molecular methods like PCR and RT-PCR are also used due to the better sensitivity and less operational time, compared with traditional methods [6] . However, limitations associated with these techniques are necessity of trained personnel to isolate genetic material and need of expensive instrumental facilities, which are not suitable for on-farm monitoring and small diagnostic laboratories. In the recent past, biosensor for influenza virus based on DNA-aptamer immobilized on Surface Plasmon Resonance (SPR) active element [7] , microfluidic chip supported with magnetic bead and labeled quantum dots [8] , and colorimetric assay based on enzyme-induced metallization [9] are demonstrated. However, these techniques are still depended on experienced technician and have issues in the field deployability. Recent advancements in bio-diagnostics desire a new technique with features of cost-efficient fabrication and portability, high sensitivity and integration feasibility for modern gadgets with user-friendly operation. Among various recent diagnostics, electrochemical biosensor has been investigated to be promising for sensitive detection of AI viral strains [6] . Due to its ease in miniaturization, simple instrumentation, . CC-BY-NC-ND 4.0 International license peer-reviewed) is the author/funder. It is made available under a The copyright holder for this preprint (which was not . http://dx.doi.org/10.1101/045310 doi: bioRxiv preprint first posted online Mar. 23, 2016; rapid analysis time and user-friendliness, electrochemical sensors are advantageous for pointof-care application. Particularly, sensor surface based on electroactive nanomaterials supported affinity reaction of antigen-antibody are demonstrated to have greater sensitivity [10] [11] [12] .
Electrochemical impedance spectroscopy based immunosensing platform have been studied on the surface of modified gold electrodes for the detection of influenza virus pathogen [13] [14] [15] . However, still optimization related to disposable redox-active electrode materials with durable bio-affinity functionalization and feasibility for dual or multiplexed sensor platform is always desired. Further, compared to conventional (disintegrated) threeelectrode system, cost-efficient screen-printing technology derived electrodes are potential for compact device. Varieties of patterned electrodes are emerged as biosensor platform because of simple surface modification and integration [16] [17] [18] . In addition to bio-affinity, significant efforts have been devoted to amplify the electron-transfer properties of sensor element at the analyte-substrate interface [17] . In this context, biosensor platform based on two-dimensional nanostructure, graphene oxide (GO) modified hierarchical materials are received recent attention due to its cost-efficient precursor source and flexibility in the surface anchoring of redox species and bio-recognition molecules (viz., antibody, enzyme, DNA or RNA oligonucleotide, peptide) [19] [20] [21] . Owing to its abundant polar oxygen functional groups graphene oxide (GO) yield good dispersiblity in various solvents including water. Therefore, GO-dispersion can be subsequently coated on various solid substrates to prepare thin conductive films using drop-casting, ink-jet printing or spin coating and processed for electrode materials [19] . Further, the physico-chemical properties of GO sheets can be surface engineered by chemical or biomolecular doping (via covalent or non-covalent reaction), photo-irradiation and thermal treatment [11, [19] [20] [21] .
Considering the merits of screen printed electrodes (SPEs) and novel functions of redox active GO-derivatives toward biosensor application, herein a dual immunosensor platform based on methylene blue (MB) electroadsorbed GO has been designed for the first time to detect influenza virus antigen. It is well known that MB is a positively charged organic dye molecule with enhanced electrocatalytic properties. GO is known for multiple negatively charged oxygenated functional groups on its basal plane and edges (viz., carboxylic acid, epoxy, carbonyl, and hydroxyl), which are useful in electrostatic interactions. Surface integration of bio-active interface layers, such as chitosan (CS) and protein-A molecules, on sensor element are expected to have retained bio-activity of immobilized monoclonal antibodies. For proof-of-concept, two pathogenic influenza viral strains (H5N1 and H1N1)
. CC-BY-NC-ND 4.0 International license peer-reviewed) is the author/funder. It is made available under a The copyright holder for this preprint (which was not . http://dx.doi.org/10.1101/045310 doi: bioRxiv preprint first posted online Mar. 23, 2016; have been selected to test the immunosensing ability of the proposed system. Mechanism behind the formation of electroadsorbed sensor element, immobilization of bio-affinity layers and immunocomplex reaction at the electrode interface are comprehensively presented.
Based on the fundamental voltammetric technique optimal applied potential suitable for chronoamperometric experiments are investigated. Present experimental study on MBelectroadsorbed GO based immunosensor platform enable sensitive electron transfer process for dual sensor application, which has the potential for on-farm simultaneous detection of pathogenic viral strains.
Experimental Section

Materials
Graphite powder (<20 µm, synthetic), methylene blue (dye content 
Electrodes
Disposable dual and single carbon screen-printed electrodes (SPEs) were customized .
CC-BY-NC-ND
4.0 International license peer-reviewed) is the author/funder. It is made available under a The copyright holder for this preprint (which was not . http://dx.doi.org/10.1101/045310 doi: bioRxiv preprint first posted online Mar. 23, 2016; 6
Preparation of modified electrodes
After performing initial rinse with DI water, the desired single or dual electrode's carbon working surface was modified by drop casting 2 µL of aqueous GO dispersion (1 mg mL -1 ) and allowed to evaporate at (laboratory) room temperature for 15-20 min. Colloidal dispersions of GO nanosheet are prepared by harsh oxidation of graphite powder using modified Hummers' method [22] . To ensure uniform modification on the working surface typically three layers (total) of casting were performed. As-fabricated GO-modified electrodes were then utilized for electrochemical adsorption of MB. The amount of MB adsorption was controlled by cyclic voltammetric technique (20 potential cycles) in the region 1.0 to +1.0 V, at a scan rate of 100 mV/s. For this, 10 mM PBS as electrolyte solution with an optimal concentration of 50 µg mL -1 MB was prepared. All modified electrodes were thoroughly rinsed with DI water for further experiments.
Immunosensor construction
Immunosensor fabrication was achieved in the support of bio-active interface layers. At 
Immunodetection of H5N1 or H1N1 protein
H5N1 or H1N1 virus protein detection was based on antigen-antibody immune reaction.
The recombinant H5N1 or H1N1 virus antigens were captured by the monoclonal antibodies immobilized on the protein A-modified GO-MB/CS electrode, which resulted in a change of peak current intensity. Desired analyte concentrations of recombinant H5N1 or H1N1
. CC-BY-NC-ND 4.0 International license peer-reviewed) is the author/funder. It is made available under a The copyright holder for this preprint (which was not . http://dx.doi.org/10.1101/045310 doi: bioRxiv preprint first posted online Mar. 23, 2016; 7 proteins prepared in PBS solution were dropped onto the electrode surface. Upon 30 min of incubation time, electrochemical measurements were performed to monitor the change of current (differential pulse voltammetric or chronoamperometric) response from the prepared electrodes. The typical sample volume requires to cover the integrated Dropsens electrodes were ~50 and ~100 µL for single and dual sensor surface, respectively. For electrodes customized from Pine research instrumentation requires ~300 µL.
Instrumentation
Surface topography of different material's modified electrodes were studied from FEI Inspect S50, at an acceleration voltage of 15 V. Elemental distribution of the sensor surface was investigated using Oxford X-Max20 silicon drift detector and the data were processed by Aztec software. Electrochemical measurements were carried out with µStat 400
Biopotentiostat from DropSens, Llanera (Asturias), Spain. Data were analyzed using Current densities specifically at 50 seconds were calibrated for the quantification of virus antigen concentration. As-measured electrochemical data were processed in OriginPro 8.5
(OriginLab Corporation, MA, USA) for the preparation of graphs.
Results and discussion
Immunoelectrode fabrication and working principle
Pictorial illustration shown in Scheme 1 describes the typical dual SPE and the sequence of surface modification employed in the development of immunosensor platform for two different AI antigens. Individual components exist on the sensor platform has their unique functionalities. For instance, thin atomic layers of GO with abundant oxygenated functional groups on basal planes and edges provide necessary chemical interaction sites to the redox molecules, in this case MB. As described in literature, chemically altered surface topography of GO exhibit modified configuration of sp 2 and sp 3 carbon domains, which offer new lattice orientation with numerous electroactive charge carriers suitable for sensor application [11] .
MB as a redox probe is also known for multiple sensor studies. Owing to its anionic nature, GO are studied to have efficient adsorbent role to various cationic dyes, in particular
8 concentration-dependent aggregation of MB on the GO surface lead to stable MB dimers and trimers for fluorescent quenching properties [23] . Unlike physical adsorption, electrochemically adsorbed MB molecules on graphene sheets are demonstrated to have enhanced electron-transfer properties for biomolecular detection [24] . Similarly, in this work electroadsorption of MB molecules on the surface of GO-modified electrodes are controlled by cyclic voltammetry. Biopolymer derivative, CS is widely employed as an interface layer for sensor platform. Due its intrinsic oxygen-and nitrogen-based functional groups CS is well suited for various covalent and/or cross-linking reactions. Further, excellent solubility in mild acidic aqueous solution, film-forming ability and electroconductivity of CS offers multifunctional role in biosensor design, reviewed elsewhere [25] . Protein-A with molecular weight 40 60 KDa is a well-known Fc receptor for the specific binding of antibodies (Fc region) [26] . Decoration of protein-A moieties on the sensor element promote the immobilization of antibodies, which results in the exposure of Fab active sites to epitopes, the selectivity of electrode toward the target antigens are strongly improved [27] . Working principle behind the proposed sensor platform is based on the complex formation between the immobilized monoclonal antibodies (mAb) and selective antigen samples. Such immunocomplex formation on the sensor element influences the inherent voltammetric response. Changes in the current response of surface modified electrodes before and after interaction with various concentrations of analyte samples were appropriately calibrated to determine the sensing parameters.
Surface morphology and Raman spectrocopy of electrode materials
Morphological features of pristine and GO-based materials modified on carbon SPEs (CSPEs) were studied from SEM (Fig. 1) . Compared to pristine CSPE, surface of GO nanosheets-modified electrode is free from micro cracks. Existence of larger continuous network of stacked GO thin sheets on the working substrate allows better electroadsorption of MB molecules. Elemental composition on the surface of individual electrodes is studied by energy dispersive X-ray spectroscopy analysis in SEM (Fig. S1-S3 ). It can be observed that unlike pristine CSPE and GO-modified CSPE, surface of MB-electroadsorbed GO electrodes show additional elemental composition (S and N) associated to inherent MB, supporting the successful functionalization.
Representative CVs measured during the process of electroadsorption of MB onto the surface of GO-modified electrode is provided in Fig. S4 . A pair of electrochemically .
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The copyright holder for this preprint (which was not . http://dx.doi.org/10.1101/045310 doi: bioRxiv preprint first posted online Mar. 23, 2016; reversible redox peak is observed at 0.23 V (oxidation potential) and at 0.28 V (reduction potential). The constant increase of the redox peak currents with successive increase of scan cycles suggests that the electroadsorption of MB molecules on the surface of GO-modified electrode is indeed achieved. Observed redox behavior, due to MB ↔ leuco MB, is in close agreement with glassy carbon electrodes modified with other types of carbon nanostructures (viz., reduced GO, graphene and CNTs) adsorbed with MB [24, 31, 32] . In addition to electrostatic interaction, the mechanism behind the adsorption of MB on GO-based nanomaterials could also be possible through π -π stacking [24] . Further, increase of potential scans on GO-modified electrode might result in mild-to-moderate reduction of oxygen content, which could also mediate hydrophobic interactions with MB.
Fundamental structural changes occurred on the carbon lattice network of GO and MBelectroadsorbed GO nanosheets were studied from the Raman spectroscopy. From the studied experimental conditions bare SPE and SPE GO are observed to have no .
Electrochemical properties of the modified electrodes
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The redox peak current intensities (I pa = 9.5 µA and I pc = 11.27 µA) of this hybrid electrode material is observed to be superior than other studied electrode materials. In general, concentration of the redox molecules, nature of chemical groups exist on the electrode materials, scan rate, number of potential scan cycles and pH of the electrolyte solution are the crucial factors which determines the redox behavior of any redox molecules adsorbed onto the electrode surface. In this work, an optimal concentration of 50 µg mL -1 of MB was supplemented in the 10 mM PBS solution (pH 7.4), scan rate was 100 mV s -1 and the number potential scans were set to 20.
From the complementary studies discussed in the previous section (surface morphology, elemental analysis and Raman spectroscopy), it is indeed clear that the continuous larger carbon lattice network of GO nanosheets with abundant hydrophilic oxygenated functional groups are exceptionally useful in the electroadsorption of MB. It is expected that the observed durable and amplified redox behavior of GO MB modified electrodes could be suitable for biosensor application. Fig. 4A depicts the CVs of MB-electroadsorbed GO modified electrode in PBS at various scan rates in the range 10 to 100 mV s -1 . As shown, the anodic peak currents linearly increase with the scan rates while the cathodic peak current linearly decrease with the scan rates. Observed pair of well-defined and broad redox wave without appreciable change in the peak potential demonstrates a fast electron transfer process.
Corresponding linear fit for the anodic and cathodic peak currents with the scan rates provided a correlation co-efficient of 0.9950 (I pa ) and 0.9988 (I pc ), respectively. These suggest that the generated redox behavior from the MB-electroadsorbed GO nanostructure on SPE is a surface-confined process, which are promising for the biosensor platform design.
Immunosensing of H5N1 and H1N1
As described in the experimental section 2.4, bio-active layers based on CS and protein-A molecules were modified on the surface of sensor element (GO MB) to enrich the immobilization and performance of mAb. As shown in Scheme 1, two working substrates
(WE1 and WE2) were suitably modified with different mAb such as mouse anti influenza-A hemagglutinin H5N1 mAb and mouse anti influenza-A hemagglutinin H1N1 mAb. Unlike conventional single working electrodes, dual SPE chip is advantageous in terms of simultaneous detection of two different analytes in the same sample, at the same time.
Measurement of electrochemical signals and data processing can be performed sequentially.
Upon the specific interaction of target antigens onto the surface of mAb-modified sensor element an insulating layer could be formed, due to the immune complex. Such binding creates a barrier toward the inherent electron-transfer process at the electrode interface. This altered electrochemical process can be correlated to the concentrations of the target analyte.
For the proof-of-concept, two recombinant protein samples were utilized in this study, viz., (Fig. 7C) 
Conclusions
A dual sensor platform was designed, based on electrochemical property of MBelectroadsorbed GO nanostructure and immunoaffinity of immobilized mAb. 
Figure Captions
Scheme 1 Representation of dual SPE and sequence of surface modification in the preparation of immunosensor platform. WE: working electrode, CE: counter electrode, and RE: reference electrode. Fig. 1 . SEM image of (A) CSPE, GO-and GO MB-modified electrodes.
Fig. 2.
Raman spectral study on the surface of GO and MB-electroadorbed GO (GO-MB) nanosheets modified electrode. Δ I=(I 0 I t /I 0 ), where I 0 is the peak current value of modified electrode in PBS without antigen application and I t is the peak current value of the modified electrode measured in PBS with the desired concentration of an antigen (n=3). . CC-BY-NC-ND 4.0 International license peer-reviewed) is the author/funder. It is made available under a The copyright holder for this preprint (which was not . http://dx.doi.org/10.1101/045310 doi: bioRxiv preprint first posted online Mar. 23, 2016; 
